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INTRODUCTION 


The  proposed  continuing  research  has  the  overall  scientific  objective 
of  elucidating  the  sources  and  transport  mechanisms  of  ocean  sediments. 

A  quantitative  approach  to  delineating  the  sources  of  sediments  and  the 
processes  that  are  responsible  for  their  transportation  and  alteration 
is  critical.  To  accomplish  these  broad  long-term  objectives,  a  number 
of  projects  are  underway.  All  of  these  are  aimed  at  Investigating  fine¬ 
grained  material  since  these  materials  comprise  the  vast  majority  (>90%) 
of  the  sediments  in  the  oceans.  Over  the  years  a  specialized  group  of 
equipment  and  specialized  procedures  have  been  assembled  to  facilitate 
working  on  these  materials  both  In  the  field  and  in  the  laboratory. 

Research  on  transport  of  fine-grained  material  has  evolved  because 
of  the  discovery  of  the  Importance  of  the  flocculated  state  of  much  of 
this  fine-grained  material  in  the  ocean.  It  has  been  very  difficult  to 
evaluate  the  Importance  of  floes  In  the  ocean  because  of  their  fragile 
nature.  Most  sampling  and  analysis  techniques  in  current  use  break  the 
floes  and  therefore  do  not  permit  us  to  observe  them.  Further,  floes 
are  a  product  of  their  environment  because  they  are  at  a  dynamic  equilibrium 
with  it  and  can  form  and  break  up  as  turbulence  levels  change.  Therefore 
my  research  on  fine-grained  material  is  directed  toward  various  aspects 
of  floes  in  the  ocean.  The  studies  Involve  evaluating  existing,  and 
developing  new,  sampling  and  analysis  techniques  in  order  to  find  accurate 
techniques  for  studying  floes.  Later  studies  will  then  utilize  these 
proven  techniques  to  study  the  mechanisms  that  produce,  transport,  break 
up,  and  deposit  the  floes  in  the  ocean. 


ACCOMPLISHMENTS 


During  the  past  year  I  completed  and  have  had  published  in  Geology 
the  article,  "Site  of  river-derived  sediments  in  the  ocean".  This  paper 
shows  that  river-derived  sediments  are  presently  being  deposited  on 
shelf  areas  off  22  large  rivers  and  that  vast  submarine  fans  are  relics 
produced  during  a  lower  stand  of  sea  level.  A  copy  of  the  paper  is 
included  in  the  Appendix  to  this  proposal. 

During  my  studies  of  the  shelf  and  slope  area  off  the  Amazon  River 
over  the  past  few  years,  I  discovered  an  excellent  example  of  upwelling 
that  had  never  been  reported  before.  The  article  reporting  this,  entitled 
“Mind-  controlled  coastal  upwelling  In  the  western  equatorial  Atlantic 
Ocean"  was  completed  this  past  year  and  was  published  in  Deep  Sea  Research. 
A  copy  of  this  paper  Is  Included  In  the  Appendix  to  the  present  proposal. 

Floe  Study  Techniques 

During  the  past  year  my  research  group  has  been  Involved  in  a 
number  of  studies  evaluating  existing,  and  developing  new,  sampling  and 
analysis  techniques  in  order  to  determine  techniques  that  will  allow  us 
to  obtain  accurate  information  on  floes.  While,  intuitively,  many 
researchers  consider  floes  to  be  fragile,  there  are  no  quantitative 
studies  that  test  what  procedures  do  and  do  not  break  floes  during 
sampling  and  analysis. 

Pumps.  This  past  year  we  tested  the  effects  of  three  standard 
pumps  on  floes  during  handling  and  sampling.  This  work  showed  that  all 
pumps  allowed  severe  floe  breakage  and  that  even  a  slow  peristaltic  pump 
causes  breakage.  The  results  of  this  work  will  be  published  in  the  June 
Issue  of  the  Journal  of  Sedimentary  Petrology.  A  copy  of  this  paper  is 
Included  In  the  Appendix  to  this  proposal. 


Niskin  Bottle.  Because  the  majority  of  samples  in  oceanographic 
research  are  taken  using  Niskin  bottles,  the  effect  they  have  on  floes 
was  tested.  In  our  study,  we  found  that  significant  floe  breakage 
occurred  when  the  samples  were  withdrawn  from  the  spigots  at  the  bottom 
of  the  Niskin  bottles.  This  work  has  been  written  up  and  submitted  to 
Estuarine  and  Coastal  Marine  Sciences  for  publication.  A  copy  of  the 
manuscript  Is  included  In  the  Appendix  to  this  proposal. 

Pipetting.  In  the  study  of  floes  a  pipette  is  commonly  utilized 
either  to  take  the  sample  to  place  It  Into  an  analytical  instrument  or 
to  measure  a  known  volume  of  sample  material  for  the  procedure.  In  the 
laboratory  we  tested  the  effect  of  pipettes  with  various  tip  openings  on 
handling  floes.  It  was  found  that  the  all  normal  conanercially  available 
pipettes  severely  broke  floes.  This  work  has  been  written  up  and  submitted 
to  Environmental  Science  and  Technology  for  publication.  A  copy  of  the 
manuscript  Is  Included  in  the  Appendix. 


Light  Scattering  and  Transmission.  Experiments  are  underway  in  our 
laboratory  to  determine  the  effect  floes  have  on  light  scattering  and 
transmission.  These  experiments  are  designed  to  obtain  a  series  of 
light  scattering  and  transmission  readings  at  various  floe  sizes  from  2 
to  200um  at  a  constant  total  suspended  material  concentration.  The 
experiments  this  far  show  a  striking  effect  of  floes  on  the  optic  readings. 
As  the  suspended  material  flocculates  the  optical  readings  change  many 
orders  of  magnitude  (Figure  1)  from  readings  for  the  same  concentration 
of  suspended  material  that  has  not  flocculated. 
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Lfqht  scattered  at  15°  by  white,  blue,  green,  and  red  light  from  natural 
sediments.  Tine  zero  Is  gum  particles  and  time  100  min.  Is  209pm  floes. 


The  light  scattering  and  transmission  experiments  will  be  discussed 
further  In  the  section  on  Proposed  Research. 


Holography.  Our  experimental  holographic  system  has  been  tested  on 
a  variety  of  floes  under  both  quiet-settling  and  open-flow  conditions. 

The  system,  similar  to  Carder's  set-up.  Is  only  useful  under  quiet 
settling  of  limited  settling  velocities.  Under  conditions  of  open  flow 
similar  to  that  of  the  ocean  the  system  Is  not  capable  of  stopping  the 
motion  of  the  particles  and  therefore  produces  poor  particle  resolution. 
Since  our  objective  Is  to  obtain  a  systmn  that  can  obtain  Images  of  floes 
In  the  open  ocean,  modification  of  the  system  Is  necessary.  The  most 
promising  change  will  be  Incorporation  of  a  pulsed  laser  that  will  permit 
high  light  Intensity  for  very  short  time  durations.  Development  will  be 
discussed  under  Proposed  Research. 


Turbulence  System.  One  of  the  important  variables  in  the  flocculation 
(and  break  up)  of  suspended  material  is  the  turbulence  of  the  environment. 

To  measure  this  turbulence  we  have  continued  to  Improve  our  hot-film 
anemometry  system  during  the  past  year.  The  system  consists  of  a  TSI 
parabolic  hot-film  probe,  a  DISA  constant-current  anemometry  system,  a 
PDP-11-03  minicomputer,  and  a  digital  printer.  We  will  be  able  to  obtain 
a  real-time  turbulence  spectrum  and,  as  a  result,  our  flocculation  experiments 
can  be  based  on  a  scientifically  sound  turbulence  measurement. 

Acoustic  Projects.  This  past  year  we  started  two  acoustic  projects, 
both  involved  with  the  effects  of  floes  on  acoustic  signals.  One 
project  is  in  collaboration  with  the  Naval  Research  Laboratory  and  the 
second  with  Dr.  Marshall  Orr  of  Woods  Hole,  related  to  HEBBLE.  For  both 
projects  preliminary  feasibility  experiments  have  been  conducted.  The 
details  of  the  projects  are  presented  in  Proposed  Research. 
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INTRODUCTION 

Pumps  m  convenient  and  inexpensive  devices  for  sam¬ 
pling  suspended  material  in  water  from  various  depths  in 
water  bodies.  The  pump  can  be  used  above  water,  tucking 
the  water  sample  up  through  the  hose  and  the  pump;  or  the 
pump  can  be  lowered  into  the  water,  with  the  water  sample 
being  pushed  through  the  pump  and  then  up  the  hose.  In  both 
cases  the  suspended  sediment  passes  through  die  pump  and 
through  a  length  of  hose.  The  objective  of  die  work  reported 
here  was  to  investigate  to  what  extent  floes  of  the  suspended 
material  are:  broken  by  pumps.  While,  intuitively,  many  re¬ 
searchers  consider  floes  to  be  fragile,  there  are  no  quantita¬ 
tive  studies  that  test  what  procedures  do  and  do  not  break 
floes  during  sampling  and  analysis. 

The  existence  of  floes  in  die  environment  has  been  ob¬ 
served  by  Bcrthois  (1961),  Biddle  and  Miles  (1972),  Edz- 
wald  (1972).  Gibbs  (1977),  Knock  (1975),  Krone  (1962), 
Schubel  and  Kana  (1972),  Sheldon  (1968)  and  Zabawa 
(1978).  Because  the  process  of  flocculation  is  critical  to  our 
understanding  of  the  transportation  and  deposition  of  sus¬ 
pended  material,  it  is  important  to  have  accurate  and  precise 
methods  for  sampling  floes. 

Three  types  of  pumps  were  selected  for  testing,  in  order 
to  cover  the  range  of  pumps  utilized  by  researchers.  Both  the 
centrifugal  and  impeller  pumps  (those  most  popularly  used 
in  sampling  suspended  material)  produce  high  shear  in  a  sam¬ 
ple  as  it  passes  through  the  pump.  A  third  type  of  pump,  the 
peristaltic  pump,  was  selected  for  testing  as  being  the  type 
producing  the  lowest  amount  of  shear  among  all  pumps  pres¬ 
ently  on  the  market.  The  peristaltic  action,  that  is,  progres- 


Ro.  2. — Floe  size  distribution  of  a)  natural  samples  and 
b)  kaolinite  samples  before  and  after  samples  were  pessed 
through  a  centrifugal  pump. 


sively  squeezing  the  tube  through  which  the  water  being  sam¬ 
pled  passes,  thus  forcing  portions  of  water  along  the  lube, 
was  found  to  offer  the  best  chance  of  not  breaking  floes  in 
the  sample. 


PROCEDURES 

The  floes  used  in  testing  the  three  types  of  pumps  were 
produced  from  pure,  coating-free  kaolinite  (API  standard 
#3).  size-fractionated  into  the  I-  to  4- pm  class.  This  ma¬ 
terial  was  selected  for  comparison  because  this,  or  similar 
kaolinite,  is  extensively  used  in  laboratory  studies  (White- 
house  ct  al.,  1960;  Edzwald,  1972).  To  study  the  effect  of 
pumps  on  samples  taken  in  natural  environments,  an  un¬ 
treated  sample  of  suspended  sediment  from  the  Amazon 
River,  obtained  from  the  Atlantic  Ocean  area  off  the  mouth 
of  the  Amazon  River,  with  natural  organic  and  iron  coatings, 
was  utilized.  The  sample  was  not  treated  in  any  way  and  was 
not  permitted  to  dry  out.  The  composition  of  this  natural  sam¬ 
ple  was  40  percent  kaolinite,  40  percent  illite.  and  20  percent 
montmorillonite.  In  order  to  eliminate  the  effect  of  large  par¬ 
ticles  that  may  not  be  involved  in  flocculation  (including 
plankton,  quartz  and  feldspar  grains)  these  coarser  particles 
were  eliminated,  leaving  only  material  <4pm  in  diameter. 

The  samples  were  flocculated  in  a  reaction  chamber  using 
stirring  blades  similar  to  those  utilized  in  the  work  of  Edz¬ 
wald  (1972)  and  Eppler  (1975).  The  turbulence  produced 
in  the  reaction  chamber  (a  shear  rate.  G,  of  20  sec  1 )  would 
represent  the  turbulence  of  an  environment  having  above-av¬ 
erage  turbulence,  that  is,  higher  than  most  parts  of  estuaries 
and  oceans.  The  concentration  of  the  suspended  sample  was 
75  mg/I  of  suspended  solids;  the  various  salinities  used  in 
testing  were  obtained  by  mixing  seawater  and  river  water 
from  the  Delaware  River,  both  filtered  through  0.45  pm  fil¬ 
ters.  The  floes  in  the  samples  were  permitted  to  reach  an 
equilibrium  size  distribution  that  showed  no  further  change 
with  time  and  were  then  permitted  to  age  for  an  additional 
8  hours.  These  reasonably  high  shear  conditions,  and  per¬ 
mitting  the  floes  to  reach  equilibrium  and  then  age.  would 
permit  the  development  of  strong  floes.  The  floe  samples 
created  in  this  way  were  then  passed  through  a  centrifugal 
pump  (TEEL  IP760A),  through  an  impeller  pump  (TEEL 
IP866),  and  through  a  peristaltic  pump  (Sigmamotor  T8) 

Before  and  after  they  passed  through  each  type  of  pump, 
the  suspensions  were  sampled  using  a  2.5  pm-diameter  glass 
tube.  These  samples  were  each  placed  on  a  glass  slide  having 
a  400  pm-deep  well.  The  floes  were  then  sized  using  an  op¬ 
tical  microscope  having  a  magnification  of  450. 
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RESULTS  AND  DISCUSSION 


During  the  impeller  pump  study,  the  floes  of  the  natunl 
sample  material  were,  initially,  nearly  80  |un  in  diameter, 
but  after  passing  through  the  impeller  pump  the  floes  were 
broken  down  to  less  than  20  tun  diameter  (Fig.  la).  Floes 
of  the  kaolinite  sample  were,  for  the  most  pan,  about  220 
tun  in  diameter  before  being  passed  through  the  impeller 
pump,  but  after  passing  through  the  pump  the  majority  of 
floes  were  less  than  20  tun,  with  a  minor  amount  about  80 
tun  in  diameter  (Fig.  lb).  The  impeller  pump  is  extremely 
destructive  to  both  types  of  floes. 

In  the  test  using  the  centrifugal  pump  the  floes  of  the  nat¬ 
ural  sample  were  initially  about  250  tun  in  diameter  and, 
after  passing  through  the  centrifugal  pump,  the  majority  of 
floes  were  less  than  20  tun  in  diameter,  or  only  l/12th  their 
size  before  passing  through  the  pump  (Fig.  2a).  Floes  in  the 
kaolinite  sample  were  initially  about  250  tun  in  diameter,  but 
after  passing  through  the  centrifugal  pump  the  remaining 
floes  were  also  about  20  tun  in  diameter  (Fig.  2b).  There¬ 
fore,  the  centrifugal  pump  significantly  broke  floes  of  both 
the  natural  sample  and  the  kaolinite  sample. 

In  the  study  using  the  peristaltic  pump,  the  natunl  sample 
floes  were  80  to  150  tun  in  diameter  and,  after  passing 
through  the  peristaltic  pump  at  high  speed  (1300  RPM)  the 
majority  of  the  floes  remaining  were  about  20  tun  in  diameter 
(Fig.  3a).  In  order  to  determine  if  floes  would  be  broken 


Flo.  I. — Floe  size  distribution  of  a)  natunl  samples  and 
b)  kaolinite  samples  before  and  after  samples  were  passed 
through  an  impeller  pump. 
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using  a  low-speed  peristaltic  pump  (300  RPM),  with  much 
lower  shear,  a  test  was  conducted  using  natural  samples. 
Before  the  low-speed  test  the  floes  attained  a  diameter  of  80 
pm.  After  passing  through  the  peristaltic  pump  at  low  speed, 
the  majority  of  the  floes  were  only  20  tun  in  diameter  (Fig. 
3b;.  Therefore,  using  even  the  pump  with  the  lowest  shear, 
operating  at  low  speed,  significant  floe  breakage  occurred. 
In  the  kaolinite  sample,  floes  were  originally  between  100 
and  250  |un  in  diameter,  but  after  passing  through  the  per¬ 
istaltic  pump  at  1300  RPM,  the  floes  were  between  20  and 
50  (am  in  diameter  or  1/5  the  floe  size  originally  present. 

The  use  of  pumps  to  sample  suspended  material  from  var¬ 
ious  environments  is  fairly  common  practice.  Based  on  test¬ 
ing  the  effect  of  impeller,  centrifugal,  and  peristaltic  pumps 
on  floes  that  were  stronger  than  those  encountered  in  re¬ 
search,  it  was  determined  that  floe  breakage  occurs,  with  all 
three  types  of  pumps,  in  floes  of  both  natural  samples  and 
kaolinite.  The  breakage  that  occurs  produces  floes  1/4  to  1/ 
12th  the  size  floes  had  attained  before  being  passed  through 
the  pumps.  It  is  obvious  that  use  of  pumps  during  sampling 
of  suspended  material  for  floe  size  is  not  an  acceptable  tech¬ 
nique. 


FW.  3. — Floe  size  distribution  of  natural  samples  before 
and  after  samples  were  passed  through  a  peristaltic  pump  at 
a)  high  speed  and  b)  low  speed. 
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■  The  effect  of  using  a  Niskin  sampling  bottle  to  obtain 
water  samples  for  aim  and  concentration  analysis  of  co¬ 
agulated  suspended  material  waa  determined  by  experi¬ 
mentation.  Floes  of  kaolinite  and  of  an  untreated  sample 
with  natural  organic  and  iron  particle  coatings  were  pro¬ 
duced  in  a  Niskin  bottle  containing  mixing  blades.  Sam¬ 
ples  of  kaolinite  withdrawn  at  different  rates  of  flow  from 
the  outlet  valve  at  the  bottom  of  the  bottle  contained  floes 
that  were  ‘/g-1/,  the  average  aim  of  the  floes  inside  the 
bottle.  Samples  of  untreated  natural  sediment  withdrawn 
at  different  rates  of  flow  from  the  bottom  outlet  contained 
floes  Vr4/ s  tiie  size  of  the  floes  inside  the  bottle.  This 
extensive  floe  breakage  indicates  that  samples  withdrawn 
from  the  bottom  outlet  of  Niskin- bottle  samplers  are  not 
acceptable  for  aim  and  concentration  studies  of  floes. 


Introduction 

Hie  existence  of  floes  have  been  observed  in  brackish 
and  marine  waters  by  Berthois  (I),  Biddle  and  Miles  (2), 
Gibbs  etaL  (3),  Kranck  (4,5),  Krone  (6),  Owen  (7),  Schubel 
and  Kana  (8),  Sheldon  (9),  and  Zabawa  (10).  The  signif¬ 
icance  of  the  coagulation  process  to  our  understanding  of 
the  transportation  and  deposition  of  suspended  material 
has  been  recognised  by  these  researchers.  While,  intui¬ 
tively,  many  researchers  consider  floes  to  be  fragile,  there 
are  few  quantitative  studies  that  test  what  procedures  do 
and  do  not  break  floes  during  sampling  and  analysis. 

Procedures  utilized  to  obtain  water  samples  with  un¬ 
broken  floes  for  later  size  and  concentration  analysis  are 
difficult,  and  their  reliability  has  not  been  tested.  The 
effect  of  using  pipets  for  sampling  or  handling  has  been 
studied  by  Gibbs  and  Konwar  (11),  who  found  significant 
floe  breakage  with  commercially  available  pipets.  How¬ 
ever,  to  obtain  samples  from  various  levels  in  the  water 
column,  either  sampling  bottles  or  pumps  are  employed. 
It  is  not  surprising  that  pumping  techniques  would  be 
considered  sufficiently  harsh  as  to  break  floes  (12). 
Tbeefawi  sampling  bottles  are  used  to  obtain  samples  for 
floe  studies,  but  no  studies  hare  been  made  to  determine 
if  them  procedures  deliver  samples  tor  analysis  with  floes 
remaining  in  an  unbroken  state.  During  the  counting 
analysis  of  floes,  breakage  has  been  demonstrated  to  occur 
by  utilising  the  Coulter  counter  (12)  and  the  HIAC 
Mgjit-blocfcing  instrument  (If).  The  objective  of  the  study 
waa  to  evaluate  the  degree  of  floe  breakage  that  occurs 
dining  use  of  Niskin  sample  bottles  (15). 

fVoceshirss 

Hydrodynamic  consideration  of  the  shear  that  floes 
mould  be  subjected  to  during  the  various  stages  of  sampling 
using  a  Niskin  bottle  indicated  that,  as  the  bottle  is  low- 
end  downward  in  tits  water  column,  shear  would  be  gen¬ 
erally  equal  to  or  lower  than  that  of  the  environment  to 
which  the  floes  were  previously  exposed.  In  removing 
portion  of  the  ssaaplss  from  the  Niskin  bottle,  the  greatest 
shear  oecunsd  at  the  discharge  valve  at  the  bottom  of  the 
bottle  where  water  passed  through  the  few-millimeter 
orifice  in  the  valve  at  a  high  veloicty  and  through  a  tube 
into  a  sample  receptacle. 

We  dsddsd,  therefore,  to  study  this  critical  aqicct  of  the 


to  produce  floes  inside  a  Niskin  bottle  and  to  study  the 
changes  in  their  size  distribution  that  accompany  flow 
through  the  discharge  valve  into  a  breaker. 

Floes  were  produced  in  a  5-L  Niskin  bottle  by  stirring 
mixtures  of  material  and  seawater  at  50  rpm  (equalling  a 
shear  of  10  s'1),  with  a  series  of  four  propellers  mounted 
on  a  vertical  shaft  running  the  length  of  the  Niskin  bottle. 
Stirring  promoted  flocculation  until  a  state  of  equilibrium 
with  regard  to  size  distribution  was  reached.  Stirring  also 
maintained  uniform  distribution  of  the  suspended  material 
within  the  Niskin  bottle.  Samples  of  the  floes  were  ob¬ 
tained  with  a  glass  tube  having  a  2.5-mm  i.d.  using  a  slow 
filling  velocity  (<  0.5  m/s).  The  samples  were  then 
carefully  placed  on  microscope  slides  having  a  400-am-deep 
well,  and  size  distribution  waa  counted  by  using  a  micro¬ 
scope  at  450  magnification. 

The  sample  materials  used  for  these  experiments  were 
2-4-tan  size  fractions  of  pure,  coating-free  kaolinite  (Am¬ 
erican  Petroleum  Institute  standard  no.  3)  and  an  un¬ 
treated  sample  of  Amazon  River  suspended  material  from 
the  Atlantic  Ocean  area  off  the  mouth  of  the  Amazon 
River,  with  natural  organic  and  iron  particle  coatings.  The 
composition  of  this  natural  sample  was  40%  kaolinite,  40% 
illite,  and  20%  montmorillonite.  The  natural  sample  was 
kept  wet  and  was  thus  an  example  of  environmental  floes. 
Kaolinite  was  used  because  of  the  extensive  flocculation 
studies  on  this  material  and  to  permit  comparisons  of  floe 
strength. 

Two  experiments  were  conducted  and  duplicated  on  the 
kaolinite  sample  by  using  sediment  concentrations  of  15 
mg/L,  salinity  of  15%*,  temperature  of  20  °C,  and  stirring 
time  of  7  h.  Two  experiments  were  conducted  and  du¬ 
plicated  with  the  natural  sediment  sample  material  using 
sediment  concentrations  of  20  mg/L,  salinity  of  15%*, 
temperature  of  20  °C,  and  reaction  times  of  1  and  5  h. 

Results  and  Discussion 

The  kaolinite  floes  developed  to  almost  200  am  in  di¬ 
ameter  at  equilibrium  (Figure  1)  in  the  Niskin  bottle  but 
were  reduced  to  about  70  am  in  diameter,  only  35%  of  the 
original  size,  when  the  floe  sample  was  allowed  to  run 
gently  down  the  inside  wall  of  the  beaker  through  a  tube 
connected  to  the  outlet  valve  of  the  Niskin  bottle.  A  more 
striking  difference  was  produced  when  the  floe  sample  was 
taken  from  the  Niskin  bottle  in  the  normal  manner,  which 
involves  a  stream  of  water  free  falling  5  cm  into  the  beaker 
from  the  outlet  valve.  With  this  method,  the  floes  were 
broken  down  to  a  dominant  size  of  25  am  and  a  secondary 
size  of  7  am,  representing  only  Vs  end  '/as  of  the  original 
floe  size. 

Experiments  with  untreated  natural  sediment  material 
produced  comparable  results  at  both  reaction  times.  The 
floes  in  the  Niskin  bottle  ranged  between  150  and  300  am 
in  diameter  with  a  mean  of  about  225  am  (Figure  2). 
When  the  sample  was  allowed  to  run  gently  down  the 
inside  wall  of  the  beaker  through  a  tube  connected  to  the 
outlet  valve  of  the  Niskin  bottle,  the  majority  of  the  floes 
were  about  100  am  in  diameter,  with  none  larger  than  150 
am.  The  floes  obtained  in  this  manner  were  less  than 
about  45%  of  the  size  of  the  floes  inside  the  Niskin  bottle. 
In  the  untreated  natural  sediment  sample  taken  from  the 
Niskin  bottle  in  the  normal  manner,  with  the  stream  of 
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wafer  fires  falling  5  cm  into  the  beaker  from  the  outlet,  the 
mgfrrity  c t  the  floco  wan  46  pm  with  •  smalt  portion 
approximately  70  pm.  This  waa  only  */*  the  size  of  the 
floes  insida  the  Niskin  bottle. 

H»  turbulence  in  the  Nialdn  bottle  created  by  four 
arfifag  pnpeDen  producing  a  G  of  10  a’1  is  comparable 


to  that  encountered  in  natural  environments  and,  probably, 
moat  comparable  to  high-energy  environments.  If  a  slower 
stirring  rate  wen  used,  resulting  in  a  lower  sheer,  the  floca 
would  be  larger  and  weaker,  exhibiting  even  more  dramatic 
breakage  of  floes. 

Conclusion 

These  controlled  experiments  demonstrate  that  signif¬ 
icant  breakage  of  floes  can  occur  when  suspended  material 
is  withdrawn  from  a  Niskin  bottle  in  the  usual  manner, 
either  allowing  the  water  to  fall  freely  from  the  discharge 
valve  at  the  bottom  of  the  bottle  or  allowing  the  water  to 
run  gently  down  the  inside  wall  of  a  beaker  through  a  tube 
connected  to  the  outlet  valve  of  the  Niskin  bottle.  Al¬ 
ternative  methods  of  obtaining  samples  from  Niskin 
bottles  for  coagulation  studies  (such  as  using  pipets 
through  the  top  opening  of  the  bottles)  should  be  consid¬ 
ered. 
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■  Floes  of  kaoUnita  and  of  untreated  natural  suspended 
material  ware  produced  in  a  Couette-type  reaction  cham¬ 
ber  using  2%*  and  30%*  seawater  solutions.  The  diameter 
of  the  pipet  tip  evening  directly  affected  the  degree  of  floe 
breakage  when  samples  were  extracted.  Extremely  small 
pipet  tip  openings  (12&-400-Mm  diameter)  disrupted  nearly 
all  floes.  In  general,  pipet  tip  openings  should  exceed  2000 
pm  in  order  to  prevent  floe  breakage.  Pipet  openings 
should  be  larger  than  3000  pm  in  diameter  in  cases  of 
weakly  bound  or  large  floes. 


Introduction 

Floes  in  the  marine  environment  have  been  observed  by 
Berthois  (1),  Biddle  and  Miles  (2),  Edzwald  (3),  Edzwald 
and  O’Melia  ( 4 ),  Gibbs  (5),  Kranck  (6),  Krone  (7),  Schubel 
and  Kana  (8),  Sheldon  (9),  and  Zabawa  (20).  Because 
flocculation  affects  transportations!  and  depositional 
processes  of  materials,  it  is  critical  to  have  accurate  as  well 
as  precise  methods  for  measuring  the  floes. 

An  important  experimental  task  in  the  investigation  of 
the  flocculation-deflocculation  phenomenon  of  particles 
is  documentation  of  the  size  and/or  the  number  of  floes. 
Because  clay  floes  are  often  fragile,  utmost  care  must  be 
taken  during  the  measurement  process.  While,  intuitively, 
many  researchers  consider  floes  to  be  fragile,  there  are  no 
quantitative  studies  that  test  what  procedures  do  and  do 
not  break  floes  during  sampling  and  analysis.  Another 
study  (22)  showed  breakage  when  using  pumps  to  sample 
floes. 

There  are  mainly  three  techniques  for  determining  the 
size  and  the  number  of  particles.  The  simplest  approach 
is  taking  a  sample  by  using  a  pipet  and  placing  it  on  a  slide 
for  microscopic  examination.  A  second  approach  for 
measuring  the  size  distribution  of  suspended  material  is 
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the  Coulter-counter  technique,  in  which  the  particles  are 
pnmirri  through  a  tiny  orifice,  changing  the  resistance  across 
the  orifice  in  proportion  to  particle  size.  The  effectiveness 
of  this  method  in  defining  the  size  and  the  number  of  floes 
has  yet  to  be  .evaluated.  The  advantage  of  the  Coulter 
counter  is  that  large  numbers  of  particles  can  be  counted 
in  a  short  time  and  a  computer  coupled  to  the  counter  can 
produce  displays  of  size  distributions  rapidly.  The  third 
group  of  methods  utilizes  optical  techniques  in  an  in  situ 
mode.  Light  scattering  generally  is  considered  a  nonspe¬ 
cific  technique  for  this  purpose,  but  it  can  give  some  useful 
information  (22).  Recording  the  image  by  either  photo¬ 
graphic  or  holographic  techniques  (13)  is  useful  for  some 
studies,  but  it  is  fairly  expensive  and  presently  lacks  the 
resolution  needed  for  floes  smaller  than  5  or  10  Mm  in 
diameter. 

The  purpose  of  this  study  is  to  evaluate  what  effects, 
if  any,  pipet  handling  has  on  the  floes  either  when  taking 
the  sample  or  when  diluting  the  sample  for  analysis. 
Various  investigators  use  pipets  of  varying  diameters 
without  stating  reasons  for  their  choice,  and  in  many  cases 
other  procedures  that  may  have  affected  floe  breakage  have 
not  bran  considered  in  preparing  samples.  This  study's 
specific  objective  is  to  determine  the  relationship  between 
floe  breakage  and  the  size  of  pipet  tip  openings  and  to 
develop  a  procedure  that  will  minimize  floe  breakage  when 
using  pipets  in  handling  suspended-material  samples. 


The  materials  utilized  to  produce  the  floes  for  this  study 
were  untreated  kaolinite,  (API  standard  no.  3),  size-frac¬ 
tionated  into  2-4-Mm  intervals,  and  an  untreated  sample 
of  suspended  sediment  from  the  Amazon  River,  obtained 
from  the  Atlantic  Ocean  area  off  the  mouth  of  the  Amazon 
River.  The  2-6-Mm  size  fraction  from  the  Amazon  River 


DIAMETER  IN  MICRONS 

Figure  2.  Sire  attributions  obtained  for  floes  of  natural  sample  by 
using  plpr'-  wflh  tip  openings  of  various  diameters  at  2%  saMty. 
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—dimwit  wai  not  treated  and  thus  retained  its  natural 
organic  and  iron  coatings.  The  composition  of  this  natural 
•ample  was  40%  kaolinite,  40%  illite,  and  20%  montmo- 
riUonite. 

Floca  were  produced  in  a  Couette-type  reaction  chamber 
with  a  velocity  gradient  of  32  a*1  for  kaolinite  and  20  s'1 
for  the  untreated  natural  sample.  The  solutions  were 
prepared  by  using  filtered  natural  seawater  and  diluted 
to  21b  with  distilled  water.  The  concentration  of  sus¬ 
pended  material  was  maintained  at  15  mg/L  for  all  ex¬ 
periments,  a  concentration  typical  of  many  estuaries. 

In  an  effort  to  eliminate  human  error,  an  automatic 
mechanical  pipet  was  utilized  for  sampling  and  for  placing 
the  material  on  microscope  slid—  having  wells  400  pm 
deep.  The  number  and  the  size  of  floes  were  determined 
by  using  a  microscope  with  450X  magnification. 

Primary  particle-size  distributions  were  determined 
before  the  material  started  to  flocculate.  The  material  was 
then  permitted  to  flocculate  and  sampled  by  using  pipets 
with  six  size  openings,  ranging  from  125  to  3486  pm  in 
diameter.  For  perspective,  the  openings  of  commercially 
available  pipets  used  for  most  analytical  work  range  from 
800  to  1500  /im  in  diameter.  The  samples  were  permitted 
to  reach  an  equilibrium  size  distribution  before  successive 
sampling  with  the  various  pipets.  This  minimized  the 
possibility  of  the  sample  changing  during  sampling.  The 
pipetted  samples  were  taken  in  rapid  succession  from  the 
same  position  in  the  container. 

Results  and  Discussion 

The  experiments  for  floe  breakage  of  kaolinite  at  both 
2%»  and  301b  salinity  showed  similar  results.  A  125- Aim 
pipet  opening  allows  breakage  of  almost  all  of  the  20-30- 
pm  floes  (Figure  1),  whereas  2241-  and  3486-pm  diameter 
pipets  appear  to  disrupt  very  few  floes.  The  415-,  1070-, 
and  1577-pm  pipet  openings  appear  to  cause  some  break¬ 
age.  The  kaolinite  floes  were  formed  under  a  high  shear 
(32  s'1)  in  the  reactor,  which  would  produce  strong  floes 
and  break  weak  floes.  The  natural  environment  would 
have  shears  below  10  s'1,  and  as  such  the  experiments  are 
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considered  to  be  an  extreme  test  for  producing  least 

breakage. 

The  untreated  natural  material  was  allowed  to  grow  to 
an  equilibrium  si—  distribution  at  a  lower  shear,  repre¬ 
sentative  of  that  found  in  estuaries.  The  results  (Figure 
2)  show  that  the  floes  grew  to  over  50  pm  in  diameter  in 
both  the  21b  and  301b  salinity  experiments.  Results  for 
pipets  having  125-  and  415-pm  openings  indicate  signifi¬ 
cant  floe  breakage,  where—  results  for  1079-pm  diameter 
npswings  indicate  lew  breakage;  larger-diameter  openings 
do  not  produce  significant  breakage  of  floes. 


In  an  effort  to  quantity  the  degree  of  floe  breakage  as 
a  function  of  the  tip  diameter  of  the  pipets,  the  percent 
of  nonprimary  particles  (floes)  w—  determined  (Figure  3). 
More  breakage  of  floes  occurred-  for  21b  salinity  samples 
than  for  301b  salinity  samples,  indicating  the  existence  of 
weaker  floes  at  the  lower  salinity.  Because  the  experiments 
on  the  two  samples  (untreated  natural  material  and  kao¬ 
linite)  were  conducted  at  two  different  shear  rates,  it  is 
difficult  to  draw  direct  comparisons.  However,  judging 
from  the  progressive  increase  in  the  curve  for  the  21b 
salinity  solution  of  the  kaolinite  sample  as  opposed  to  the 
more  rapid  rise  in  the  curve  for  the  2%o  salinity  sample  of 
the  untreated  natural  sample,  the  kaolin  floes  appear 
weaker.  This  would  be  expected  because  of  the  compo¬ 
sition  of  the  natural  sample,  which  would  produce  a 
stronger  floe  than  kaolinite  alone. 

A  pipet  having  a  tip  opening  less  than  2000  pm  in  di¬ 
ameter  can,  therefore,  produce  significant  floe  breakage; 
in  the  case  of  weak  floes,  tip  openings  larger  than  3000  tan 
in  diameter  are  recommended.  It  should  also  be  pointed 
out  that,  because  the  maximum  floe  size  studied  was  only 
65  pm  in  diameter,  care  in  handling  should  be  applied 
when  dealing  with  larger  floes. 

Conclusions 

The  diameter  of  the  pipet  tip  opening  used  for  sampling 
suspended  material  for  flocculation  studies  directly  affects 
floe  breakage.  Extremely  small  pipet  tip  openings  disrupt 
floes  of  all  sizes.  Therefore,  pipet  tip  openings  should  be 
larger  than  2000  pm  in  order  to  minimize  floe  breakage. 
If  floes  are  large  and/or  weak,  the  tip  opening  of  pipets 
should  be  larger  than  3000  pm.  All  commercially  available 
pipets  have  unacceptably  small  tip  openings.  Studies  of 
floes  should  include  measurement  to  show  that  sampling 
methods  do  not  disrupt  floes. 


Literature  Cited 

(1)  Berthois,  L.  Rev.  Geogr.  Phys.  Geol.  Dyn.  VI 1961,  1,  39. 

(2)  Biddle,  P.;  Miles,  J.  H.  Sediment.  Geol.  1972,  7,  23. 

(3)  Edzwald,  J.  K.  “Coagulation  in  Eetuaries*;  University  of 
North  Carolina  Sea  Grant  Program  Publication  UNC-SG- 
72-06;  Chapel  Hill,  NC,  1972. 

(4)  Edzwald,  J.  K.;  O’Melia,  C.  R.  Clays  Clay  Miner.  197S,  23, 
39. 

(5)  Gibbs,  R.  J.  J.  Sediment.  Petrol.  1977,  47,  237. 

(6)  Kranck,  K.  Sedimentology  1975,  22,  111. 

(7)  Krone,  R.  B.  ‘Flume  Studies  of  the  Transport  of  Sediment 
in  Estuarial  Shoaling  Process’,  Final  Report  to  San  Fran¬ 
cisco  District,  U.S.  Army  Corps  of  Engineers,  1962. 

(8)  Schubel,  J.  R.;  Kana,  T.  W.  Powder  Technol.  1972,  6,  9. 

(9)  Sheldon,  R.  W.  Limnol.  Oceanogr.  1968, 13,  72. 

(10)  Zabawa,  D.  Science  1978, 202,  49. 

(11)  Gibbs,  R.  J.  J.  Sediment.  Petrol.  1981, 51, 670. 

(12)  Gibbs,  R.  J.  In  “Suspended  Solids  in  Water”;  Gibbs,  R.  J., 
Ed.;  Plenum  Press:  New  York,  1974;  p  3. 

(13)  Carder,  K.  L.  Opt.  Eng.  1979, 18, 524. 

Received  for  review  February  5, 1961.  Revised  manuscript  re¬ 
ceived  July  28, 1961.  Accepted  October  12, 1981.  Support  of 
the  Office  of  Naval  Research  under  contract  N00014-75-C-0355 
is  appreciated. 


Floe  Breakage  during  HI  AC  Light-Blocking  Analysis 

Ronald  J.  CNbba 

Cotoga  of  Marine  Studtee,  University  of  Dataware,  Newark,  Delaware  19711 


■  Floes  of  kaolinite  and  natural  suspended  sediment 
samples  were  measured  by  using  an  optical  microscope 
before  and  after  analysis  with  a  HIAC  light-blocking  in¬ 
strument  Extensive  floe  breakage  was  indicated  for  all 
samples  after  they  passed  through  the  HIAC  sensor.  This 
breakage  was  dominant  in  the  upper  two-thirds  of  the 
recommended  size  range  for  the  HIAC  sensing  cell. 


Introduction 

Determining  the  size  of  floes  or  aggregates  is  important 
in  studying  transportation  processes  in  nature  because  floes 
determine  the  hydrodynamic  behavior  of  suspended  solids. 
The  existence  of  floes  in  the  environment  has  been  ob¬ 
served  by  Berthois  (1),  Biddle  and  Miles  (2),  Edzwald  (3), 
Edzwald  and  O’Melia  ( 4 ),  Gibbs  (5),  Kranck  (6),  Krone  (7), 
Schubel  and  Kana  (8),  Sheldon  (9),  and  Zabawa  (10). 

Because  floes  and  aggregates  are  often  fragile,  utmost 
care  must  be  taken  during  the  measurement  process. 
While,  intuitively,  many  scientists  think  floes  are  fragile, 
there  are  few  quantitative  studies  that  test  what  proce¬ 
dures  do  and  do  not  break  floes  during  sampling  and 
analysis.  Using  any  type  of  pump  for  sampling  was  shown 
by  Gibbs  (11)  to  break  floes.  Pipetting  samples  is  also  a 
cause  of  floe  disruption  (12).  Another  common  sampling 
technique  in  oceanography,  using  N is  kin  bottles,  was 
shown  by  Gibbs  and  Konwar  (13)  to  break  floes.  The  size 
auJysb  of  floa  Ity  using  the  Coulter  counter  had  extensive 
error  due  to  breakage  of  floes  (14). 

The  purpose  of  the  present  study  is  to  evaluate  the 
effectiveness  of  the  popular  HIAC  light-blocking  instru¬ 
ment  in  measuring  flocculated  material  for  size. 

Procedure » 

Floes  of  known  size  were  passed  through  the  HIAC  in¬ 
strument  and  then  measured  again.  The  materials  utilized 


HIAC  sensor. 


to  produce  the  floes  for  this  study  were  coating-free,  un¬ 
treated  kaolinite  (API  standard  no.  3),  size-fractionated 
to  obtain  the  2-  to  4-<*m  material,  and  an  untreated  sample 
of  suspended  sediment  from  the  Amazon  River  obtained 
from  the  Atlantic  Ocean  area  off  the  mouth  of  the  Amazon 
River.  Because  this  2-6-jtm  size  fraction  from  the  Amazon 
River  was  not  treated,  its  natural  organic  and  iron  coatingB 
were  retained.  This  natural  sample  was  composed  of  40% 
kaolinite,  40%  illite,  and  20%  montmoriUonite.  The  floes 
were  produced  in  a  reaction  chamber  using  stirring  blades 
similar  to  those  utilized  in  the  work  of  Edzwald  (3)  and 
Eppler  et  aL  (IS).  The  turbulence  produced  in  the  reaction 
chamber  (a  shear  rate,  G,  of  10  sl)  would  represent 
above-average  turbulence,  that  is,  greater  turbulence  than 
found  in  most  parts  of  estuaries  and  oceans.  Sediment 
concentration  was  50  mg/L  and  salinity  was  2%»  for  all 
experiments.  The  floes  were  removed  from  the  flocculation 
chamber  by  using  a  pipette  having  a  3-mm  opening,  and 
the  sample  wss  carefully  diluted  to  1/100  with  filtered  2%> 
salinity  solution.  This  diluted  sample  was  analyzed  by 
using  a  HIAC  instrument.  Samples  from  before  and  after 
HIAC  analyses  were  also  taken  and  placed  on  a  special 
slide  having  a  well  for  sizing  and  counting  using  an  optical 
microscope  at  100-450  magnification.  The  HIAC  light¬ 
blocking  sensor,  CMH-60,  is  recommended  by  the  manu- 
factor  for  use  with  particles  having  diameters  up  to  60  tun, 
so  the  floes  were  produced  to  a  maximum  diameter  of  55 
tan.  The  HIAC  instrument  was  set  with  its  12  channels 
ranging  from  1.4-  to  60-pm  particle  diameters.  Immedi¬ 
ately  behind  the  sensing  cell  of  the  HIAC  instrument  a 
special  large-bore  outlet  was  placed,  through  which  the 
samples  were  obtained  for  microscopic  analysis.  The 
particle-size  distribution  in  the  beaker  from  which  the 
HIAC  instrument  draws  its  sample  was  stirred  gently  to 
maintain  uniform  distribution.  When  monitored,  the 
sample  was  shown  to  have  no  effect  on  floc-size  distribu- 


Ptgura  2.  Size  dtortaitlon  for  natural  suspended  material  measured 
by  using  a  microscope  before  HIAC  analysis  (top),  by  a  HIAC  In¬ 
strument  (mktte),  and  by  using  a  microscope  after  the  floes  had 
passed  through  the  HIAC  sensor. 
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tion.  The  change  in  size  of  the  floes  was  not  significant 
after  file  sample  was  diluted.  All  experiments  were  con¬ 
ducted  in  duplicate. 

Result*  and  Disussion 

The  experiments  with  kaolinite  indicated  that,  before 
passing  through  the  HIAC  sensor,  the  floes  had  ranged 
from  15  to  56  pm  in  diameter  (Figure  1,  before  HIAC).  For 
the  same  sample,  the  HIAC  instrument  produced  results 
with  a  large  mode  at  about  12  ^m  in  diameter  and  with 
few  floes  larger  than  24  tan  in  diameter  (Figure  1,  HIAC), 
indicating  that  the  floes  between  24  and  55  Mm  in  diameter 
were  broken  by  the  HIAC  sensor.  This  breakage  would 
have  occurred  during  high  shear  as  the  fioc-laden  solution 
passed  through  the  dO-pm-wide  cell.  For  further  confir¬ 
mation  of  floe  activity  as  a  result  of  passing  through  the 
HIAC  sensor,  samples  taken  immediately  after  the  floes 
passed  through  the  sensor  were  analyzed  by  optical  mi¬ 
croscopic  techniques.  The  optical  analysis  indicated  results 
similar  to  those  from  HIAC  analysis,  supporting  the  idea 
that  the  HIAC  sensor  breaks  floes  between  24  and  56  pan 
in  diameter  (Figure  1,  optical  after  HIAC).  This  is  espe¬ 
cially  true  since  the  “before”  and  “after”  samples  were 
analyzed  with  the  same  optical  procedure.  The  duplicate 
experiment  with  kaolinite  produced  almost  identical  re¬ 
sults. 

The  floes  from  the  experiments  on  the  natural  Amazon 
sample  before  HIAC  analysis  ranged  from  13  to  52  pan  in 
diameter  (Figure  2,  before  HIAC).  Analysis  of  the  natural 
sample  using  the  HIAC  instrument  shewed  a  large  mode 
at  about  15  pan  in  diameter  with  very  few  floes  occurring 
above  28  pan  in  diameter  (Figure  2,  HIAC).  These  results 
indicate  that  the  HIAC  sensor  breaks  floes  greater  than 
28  pan  in  diameter.  For  confirmation  of  this,  samples  taken 
from  immediately  behind  the  HIAC  sensor  were  analyzed 
by  optical  microscopic  techniques.  This  independent 
analysis  showed  that  the  floe  samples  leaving  the  HIAC 
sensor  had  modes  at  about  15  pun  in  diameter,  collabo¬ 
rating  findings  that  the  HIAC  sensor  breaks  floes  greater 
than  about  26  pm  in  diameter. 

The  results  from  analysis  of  both  the  kaolinite  and  the 
natural  samples  show  that,  for  the  60-pm-wide  sensor, 
severe  floe  broakage  occurs  above  about  25  pan  in  diameter; 
which  is  42%  of  the  sensor  width.  A  secondary  problem 
caused  by  this  floe  breakage  is  that  the  number  of  particles 


below  25  pan  is  also  increased  because  of  the  fragments  of 
the  larger  floes.  Plots  of  the  number  frequency  distribu¬ 
tions,  while  shifted  to  the  smaller  sizes  relative  to  the 
volume  frequency  distribution,  still  show  the  floe  breakage. 

Conclusion 

Hie  HIAC  light- blocking  instrument  has  been  shown  to 
break  floes  larger  than  40%  of  the  width  of  the  cell,  ob¬ 
viously  decreasing  the  number  of  floes  recorded  above  this 
limit,  but  also  increasing  the  number  of  fragments  of  these 
larger  broken  floes  in  the  smaller  sizes.  Great  caution  is 
necessary  when  the  HIAC  instrument  is  used  to  measure 
the  size  distribution  of  flocculated  material.  We  urge  that 
an  independent  method  be  used  to  check  for  floe  breakage 
before  the  HIAC  instrument  is  used  to  analyze  flocculated 
material;  otherwise,  it  should  not  be  utilized  for  analyzing 
flocculated  material. 
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